In previous works we demonstrated the benefits of using micro-nano patterning materials to be used as bio-photonic sensing cells (BICELLs), referred as micro-nano photonic structures having immobilized bioreceptors on its surface with the capability of recognizing the molecular binding by optical transduction. Gestrinone/anti-gestrinone and BSA/anti-BSA pairs were proven under different optical configurations to experimentally validate the biosensing capability of these bio-sensitive photonic architectures. Moreover, Three-Dimensional Finite Difference Time Domain (FDTD) models were employed for simulating the optical response of these structures. For this article, we have developed an effective analytical simulation methodology capable of simulating complex biophotonic sensing architectures. This simulation method has been tested and compared with previous experimental results and FDTD models. Moreover, this effective simulation methodology can be used for efficiently design and optimize any structure as BICELL. In particular for this article, six different BICELL' S types have been optimized. To carry out this optimization we have considered three figures of merit: optical sensitivity, Q-factor and signal amplitude. The final objective of this paper is not only validating a suitable and efficient optical simulation methodology but also demonstrating the capability of this method for analyzing the performance of a given number of BICELLs for label-free biosensing.
Introduction
Optical biosensing has focused high interest during past years. These sensors allow the detection of a huge diversity of bioanalytes by measuring variations of refractive index induced by molecular binding. In particular, detecting non-labeled analytes [1 ] have particular interest, mainly due to the simplicity of the sensing protocol, compared with labeled sensors. The most developed tools are based on surface plasmon resonance (SPR) principle broadly reported in the scientific literature [2] as well as interferometry, using for example Mach-Zehnder [3] , ring resonator interferometers [4], Young interferometers [5] , among many others [6] operating with a variety of waveguides for the sensing optical readout. The complexity of coupling the light from a fiber to these waveguides, and also for taking the bioanalyte to the sensing surface, by means of complex microfluidic circuit might be often considered to be a drawback, although promising results are continuously improving these typologies of biosensors.
In recent works [7] [8] [9] we demonstrated a transducing methodology for label-free biosensing based on BICELLs and straightforward vertical optical light coupling systems by performing two different immunoassays: BSA/anti-BSA and Gestrinone/antigestrinone. The obtained results were satisfactory, with reached limits of detection at a competitive level (2.3 ng/mL for anti-BSA detection, and 64 pg/mL for anti-gestrinone detection). Other advantages for this system are: the abovementioned light coupling system, the process of bio-functionalizing surfaces by simply putting a droplet of sample on the sensing surface, and the high multiplexing capability for measuring multiple analytes.
The principle of sensing for the BICELLs is the following: the device consists of a periodic lattice of micro-nano pillars built on a silicon or glass substrate with, or without, an interferometric layer chosen among SÍO2 for Si as substrate or indium tin oxide (ITO) for glass as substrate. BICELLs are square single cells with a size in the order of 100 x 100 |jim; multiple cells are fabricated on a single wafer by means of an array setup. The optical characterization is performed in our experiments by using a FTIR-vis system for obtaining reflectivity profiles.
In previously performed FDTD simulations [7] [8] [9] we considered each pillar as a micro-nano metric sensor, but the optical readout is collecting the contributions of all the pillars forming the BICELL. Thus, the light reflection or transmission of this lattice can be analyzed by spectrometry for monitoring both: the immobilization of bioreceptors onto the sensing surface and the biomolecular binding. The combination of micro-nano pillars network and the multilayer film stack offers a particular interference sensing curve, which dips and peaks shift when the sensing surface (in this case, the pillars) are covered with a biofilm (which is equivalent to the variation of their refractive index).
The optimization of BICELLs requires a study of the effect of multiple input parameters on the model outputs, each one in range of values given by our experience or the limitations of the methods of fabrication of the sensitive cells. Parameters as the diameter and pitch of the pillars are studied, as long as the type of substrate and the refractive index of the pillars.
Past studies suggested that the variation of any of the design parameters of the periodic lattice has an influence in the expected shift of interference, and thus in the biosensing performance of the device [10] . The goal of this work is define this design process, by identifying which are the most important parameters and state its influence in the final performance. To do this, a novel methodology based on an analytical simplified theoretical model is presented, simulated, studied, tested and compared with experimental and alternative theoretical results. The objective is to demonstrate that this model can be used for simulating complex biophotonic systems, and how this methodology can be used for optimizing these complex systems.
Thus, we have studied six different combinations of materials for the pillars and the underlying stratified structures in order to obtain more information about BICELLs behavior. Cases are shown in Fig. 1 . These structures combine two different substrates, of silicon and glass and two different materials for the pillars (silicon and SU-8). Diameter of the pillars and lattice parameter are varied in a range of values in order to see the influence of these change in the performance of the sensor.
Theoretical model and simulation

2.Í. ID model explanation
In order to perform huge amounts of simulations of the optical response of BICELLs, we have implemented a ID analytical model, based on the definition of an effective dielectric constant and an effective thickness of the pillars region. This model changes the strategy of optimization of previous works [10] in order to achieve a faster and more efficient methodology that does not imply using the complex Finite Difference Time Domain algorithm (FDTD) [11] . This analytical ID model is shown schematically in Fig. 2 .
The ID analytical model operates with the classic formula that gives the reflectivity of a stratified medium of three layers [12] . In the last expression r| 2 and r^3 are the complex Fresnel coefficients between boundaries and fi* is given by Eqs. (2) (3) (4) (5) where d 2 is the thickness of the second layer, k is the wavelength, n lt n 2 , k\, 1(2 are the real and imaginary parts of the refractive index of the first and second media and 6\, the incident angle.
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(1) can be applied to obtain the reflectivity of the bottom two materials of a stack and can be iterated up to the top layer to find the reflectivity of the entire structure. Eq. (1) has been previously applied for measuring the thickness and optical properties of films in stacks using different techniques as beam profile reflectometry, beam profile ellipsometry or spectroscopic beam profile ellipsometry [13, 14] .
The heterogeneous top layer of the micro-nano pillars is replaced by two layers in the ID model. The first one is characterized by an effective dielectric constant and an effective thickness where the effective refractive index is now obtained through a weighted mean of the dielectric constant based on volumes of pillars, air and biological layer. This effective thickness depends on the thickness of biological material anchored at the top of the columns that will be considered additively. The second one takes into account the effect of the proteins layer among pillars (see Fig. 2 ).
Model validation
For the purposes of validation, the ID model outputs have been carefully compared with our previous experimental and theoretical models carried out. Two different sittuations are measured and calculated: a reference with no proteins on its sensing surface, and other one where the BICELL surface is completely coated with a biofilm. In particular, these experimental measurements are based on our preceding work [7] . The structure consisted of a rhombic lattice of SU-8 pillars 420 nm in height, 800 nm of lattice parameter and 200 nm in diameter, characterized with a non polarized incident beam tilted 17° covering the spectral range from visible to near infrared (400-1100 nm). These results are also compared with previous 3D FDTD calculations, which also showed good agreement with experimental results. Fig. 3 shows how the calculations are performed. There are two main situations: the reference structure, with the silicon substrate, the SÍO2 layer and the SU-8 pillars; this 3D sensitive cell turns into a ID model as shown in the Fig. 3 , with the substrate and the SÍO2 layer, and an equivalent layer, which have a thickness equal to the height of the pillars, and a refractive index calculated as a weighted average of the dielectric constant, considering the volume of pillars and volume of air. The second step is considering the situation after a biofunctionalization process. In the experimental results, an anti-BSA/BSA immunassay was performed upon the cell; after several steps of functionalization and recognition, the surface can be considered to be saturated of biological material. In this situation, both the surface of the pillars and the free SÍO2 surface between them, for optical purposes can be assumed to be covered by a single biofilm with a refractive index of 1.4 and a thickness of 16.5 nm. This turns into a model with two new equivalent layers. The first one is a layer with the same thickness of the biofilm considered (16.5 nm) [7] , and its refractive index (1.4). This layer appears considering both the biological material placed over the SÍO2 surface and at the top of the pillars. There is another layer, with its thickness again equal to the height of the pillars, and in this case weigths the dielectric constant not only of the SU-8 and the air volume, but also the protein biolayer surrounding the lateral surface of the pillars.
With the aim to show how the new model works properly with complex 3D photonic architectures, Fig. 4 shows the three different spectra obtained using the 3D FDTD model, the new ID analytical model proposed within this work, and the experimental data measured. The curve have two different minima and maxima in the spectral range studied. We have named Dipl to the minimum placed between 625 and 650 nm and Dip2 to the minimum between 810 and 830 nm. The shift for Dipl is of lOnm for the ID-model, 11.4 nm for the 3D FDTD model, and 10.1 nm for the experimental Additionally, and in order to test whether the new analytical model fits with the previously checked 3D model, we have also compared theoretically the shift of Dip2 as a function of the thickness of the biological layer. We have taken into account a range from 0 to 16.5nm, and calculated the optical response considering increases of the biofilm thickness of 1.5 nm for both: the new ID analytical and 3D FDTD models. The increases are fitted to a linear curve, with slopes of 0.774 (3D FDTD) and 0.71329 (ID analytical model). The conclusion for these two comparisons carried out are quite significant: firstly because the agreement between the new 1D analytical model and the available experimental data is quite good, and secondly because this new model allows obtaining useful and powerful predictive time-effective results. In fact, the computing time is much more reduced compared with alternative methods, in particular with 3D FDTD calculations when a high-resolution gridding is required. For example, as an estimation, the calculations for Fig. 5 3D (using a high resolution gridding of 1.5 nm). Furthermore, this ID analytical model allows considering dispersion of the refractive index as a function of the wavelength, feature which increases the time of simulation in the 3D FDTD model. Finally, thanks to this analytical simulation methodology, it makes suitable for performing huge number of simulations needed to properly optimize a given BICELLs, for example through detailed contours maps for the three figures of merit proposed in this work: sensitivity, Q-factor and amplitude, with at least six critical design parameters never before presented to the best of our knowledge.
Photonic structures optimization
The second goal of this article is to show how this model can be applied for optimizing biophotonic-sensing structures. The typical optical response in these typologies of sensor is exposed in Fig. 6 . The reflectivity spectrum has several maxima and minima produced by interference profile between the different layers. These interferences shift as the bioanalytes attach onto the sensing surface, as shown in the figure. The parameter used to evaluate the performance of the sensor is usually the total interference or resonance shift (A. S hift) strongly connected with the sensitivity of the biosensor. For this work, we have considered that not only A. S h¡ft is important, but also other aspects such as the signal amplitude and the full width at half maximum or minimum (FWHM) are important as drawn in Fig. 6 .
There are several methods for theoretically calculating the performance of the sensor; the magnitude most commonly used is the limit of detection (LOD). For optical biosensors LOD can be calculated in terms of refractive index, as the minimum variation of refractive index on the surface of the sensing area that the system is able to resolve. LOD values are calculated considering the relation between the spectral shift and the variation of refractive index, and also the uncertainty of the measurement of the spectral shift.
Thus, the usual strategy to optimize a biosensor is focusing on the maximization of this spectral shift. However, as some authors have pointed out [15] , not only is important this magnitude, but also other aspects, such as the shape of the resonance, and the signal to noise ratio of the spectrum measured, among others. We have chosen three figures of merit that give a whole understanding of the shape of the resonances and its spectral shift, which are sensing quality factor, amplitude and full width at half maximum. Although these magnitudes are common knowledge for sensor scientists, are defined with Eqs. (5)- (7), which give information about the dip or peak signal width, signal amplitude (height) and wavelength displacement when adding a biological layer: sensing quality factor (SQ-factor):
X shift (5) (Biolayer thickness) amplitude factor (A-factor) = (R ma x -Rmin) x 100 (6) quality factor (Q-factor):
For instance, in our previous work, for a biolayer of 16.5nm (BSA/anti-BSA) we reached a shift of 12.2 nm, the sensing quality factor has a value of 0.74(nm/nm bio i ayer ). A higher value of SQfactor represents a better sensing performance, and it is goal of the optimization. The values of Q-factor and A-factor for previous experiments are 108 and 49.7, respectively.
Finally, the calculations have been performed for the six different configurations, or BICELLs type, presented in Fig. 1 , and with two different calculations for each sensing cell: The reflectivity with no biolayer (reference spectrum), and the reflectivity with the sensing cell covered with an uniform biofilm of 20 nm and 1.4 in refractive transmission instead of reflection of light. Critical parameters in the fabrication of the cells are the diameter and the lattice parameter (or pitch) of the pillars. As a general rule, a higher compacting of pillars resulted on better values of LOD and sensitivity [10] , but it makes also more complex the fabrication process. Finally the introduction of extra interferometric layers, for example of SÍO2 does not complicate the fabrication process, but can represent a gain in terms of several of the figures of merit analyzed. Summarizing, we have studied a total of six configurations; SU-8 pillars over a glass substrate, and SU-8 over silicon substrate, and SU-8 over an extra layer of 500 nm of SÍO2 over silicon. These three configurations have been replicated but using silicon pillars instead of SU-8. For each configuration, several combinations of pitch and diameter are studied.
index. With these six configurations several design parameters can be analyzed. First of all, it is the material of the pillars. Although the previous experiments with SU-8 presented good results, other materials are also interesting, in particular silicon, due to its special optical properties and also the possibility of reaching a highly compact pillars sensing cell.
Secondly, the material of the substrate also has its influence on the final results. Using glass instead of silicon wafer is a possibility, which moreover allows the possibility of measuring in 
Results
For a better understanding of the results, we have drawn contour maps for the three figures of merit and for each of the six configurations studied, with the pitch in the x axis and the diameter in y axis. These configurations can be divided into two main categories, depending on the material of the pillars used, silicon and SU-8 polymer. The height of the pillars has been considered to be related with the diameter, being the height equal to two times the diameter. Values for pitch range from 100 to 2000 nm, whereas values of pitch range from 200 to 8000 nm.
SU-8 pillars
We have simulated structures based on silicon pillars for three configurations: using a glass substrate, using a silicon substrate, and finally a silicon substrate with a 500 nm SÍO2 layer. Fig. 7 shows the results of the figures of merit for the glass substrate case. The higher values for SQ-factor are found for the highest compacting (diameter of 250 nm and pitch of 500 nm), reaching a value of 1.8. The A-factor has low values, with a maximum of 3.05 for the same configuration. This means that the resonances have in general low amplitude, due to the low reflectivity of the substrate. Fig. 8 shows the same calculations considering silicon substrate instead glass. In this case, both Qand A factors reach higher values. A general rule is that for more compact structures, SQ-factor is higher, whereas Q-factor reduces.
Finally, Fig. 9 shows the maps for a structure based on SU-8 pillars built over a silicon substrate, with a 500 nm SÍO2 extra layer. There is an important increment in both Q-factor and A-factor Diameter (nm) Fig. 11 . Silicon pillars over a silicon substrate. values compared with the two previous configurations; however SQ-factor decreases, from a maximum value of 1.8 and 2, to a maximum of 1.5.
Silicon pillars
Fig . 10 shows the maps of the three figures of merit for a configuration of silicon pillars over a glass substrate. Both Q and A factors have higher values than in the case of SU-8 pillars over a glass substrate, whereas the values of SQ-factor are quite similar. Fig. 11 shows the same situation as above, but with silicon substrate instead of glass. In this case, there is an improvement of the three figures of merit simultaneously, reaching values of SQ-factor of 2 and A-factor of 35.
Finally, Fig. 12 shows the maps for silicon pillars over a silicon substrate and with an intermediate layer of 500 nm of SÍO2. In this case, A-factor reaches its maximum for more configurations than in Fig. 11 , whereas SQ-factor gets reduced.
Discussion of results
The comparison between SU-8 and silicon pillars shows that with both materials good results for the three figures of merit can be reached. SQ-factors up to two are reached for silicon pillars over silicon, representing an important improvement compared with previous results (SQ-factor of 0.74). However, with glass substrates both Q-factor and especially A-factor have low values due to the lower refractive index contrast. The resonances in these cases have low amplitude, and this makes recommendable the use of silicon substrates. An undesired increment in the signal to noise ratio of the spectral measurement can make the resonance undetectable. The same conclusion can be extracted also for SU-8 pillars over silicon, in which, though A and Qfactors increase compared with glass substrates, still remain too low for a proper detection. In contrast, the silicon pillars over silicon substrate configuration allows reaching good values for the three figures, and can be considered a good alternative to SU-8.
The introduction of a 500 nm Si0 2 produces an important gain in the amplitude of the peaks of interference for SU-8 pillars, with values of A-factor of 35, but reducing also values of SQ-factor. If the thickness of this layer increases, this trend could be confirmed, with even lower values of SQ-factor and higher of A-factor, as found with previous results (0.75 and 49 for an extra layer of 1 u.m). There should be a thickness in which an optimal solution between SQ-factor and A-factor is found, and thus this is an interesting optimization for the future. However, for silicon pillars, there is not much improvement coming from the presence of an extra layer, and the performance even worsen, since the gain in terms of A-factor is low compared with a higher loss of SQ-factor.
A general conclusion for all the configurations is that having diameters and pitch among pillars as small as possible, results in better figures for SQ-factor, Q factor and A-factor. This is coherent with previous estimations, and must be the guideline for future BICELLs design. However, the fabrication process generally gives the limit of compacting for improving the biosensitive cell. Any advance in this field will lead to a better sensing performance. In contrast, structures with diameters and pitch up from 1.5 u.m present poor values for the six configurations.
The calculated figure maps also allow taking some other conclusions about the BICELLs. It is not only important to obtain an optimized sensitive cell, but also achieving a robust design, in which slight changes in the dimensions of the pillars do not provoke important changes in the performance of the sensor. This has particular importance considering fabrication process of submicrometric pillars, in which the fabrication tolerances may be still significant with deviations from the nominal values that can be easily in the order of 10-20%. For example, in Fig. 12 the SQ-factor reaches its maximum for a wide range of values, whereas in Fig. 8 , though this maximum has a similar value, a small variation in pitch will represent a decrease of SQ-factor down to the half.
Conclusions
Two main general conclusions can be obtained for this work. Firstly that we have presented a simplified ID model for calculating complex 3D micro-nano patterning materials, characterized vertically by spectrometry, and designed for biological sensing. This ID analytical method has presented good correlation with previous experimental results, and allows obtaining results nearly as accurate as other complex simulation methodologies, such as 3D FDTD algorithm, but with a great gain in terms of time. Secondly, how this method can be applied for optimizing biophotonic sensing architectures. For this purpose, six different configurations of BICELLs are studied, in each varying diameter, pitch and height of the pillars, calculating for each of them three different figures of merit.
Several conclusions can be extracted from the optimization process. First of all, the sub-micro-nano scale increases the performance of the sensor, in contrast with pillars up from the micrometric scale. Moreover, reducing the pitch improves the three figures of merit. Secondly, using glass substrates is not recommended for both silicon and SU-8 pillars, since the amplitude of the resonances obtained is too low. In the case of SU-8 pillars, the presence of an extra interferometric layer allows increasing the amplitude of the dips, but with a cost in terms of SQ-factor values; the same cannot be said for silicon pillars, where the results are better without the presence of this extra layer.
Finally, the short time of computation of the ID model proposed has allowed the calculation of multiple combinations of parameters. The design of an optimized biosensor is a complex process, in which other aspects must be considered; in particular the fabrication (feasible BICELLs) and the biofunctionalization (taking bioanalytes to the sensing surfaces). This tool is useful for making a complete analysis in the design process, in order to reach an optimized BICELL that also accomplish with requirements coming from fabrication and functionalization steps.
